MiSSOURI DEPARTMENT OF HEALTH AND SENIOR SERVICES
STATE PUBLIC HEALTH LABORATORY

BREATH ALCOHOL PROGRAM RECEIVED
DATAMASTER MAINTENANCE REPORT By Carof Day at 8:37 am, Ju!‘08;52013l

Complete this reporl al the time of the regular monthly preventive maintenance check (not to exceed 35 days).
Complete this report whenever the instrument is serviced or repaired and whenever it is placed into service.
Retaln the original and send a copy within 15 days to the Breath Alcohol Program, DHSS.,

DATAMASTER SN HAME OF AGENCY DATE OF IHSPECTION
201302 SAINT JOSEPH POLICE DEPARTMENT 07-04-2013
LOGATION OF INSTRUMENT (STREET AND CITY) TIME OF INSPECTION
501 FARAON STREET SAINT JOSEPH, MISSOURI 64501 1457

CHECKLIST: Place a mark In the box by each item if found to be satisfactory.or if operating within established limits. (Write in observed values
where dotermined.) Unmarked Hems must be corrected before using Instrument,

07/0472013  14:57

DIAGNOSTIC CHECK (PRINTOUT ATTACHED) DATE AND TIME (from priniout)
COMPUTER DETECTOR
PROGRAM FILTERS
DAY HEATERS SAMPLE CHAMBER 48 06 Dd quarTz sTANDARD
FLOW DETECTOR D4 cALIBRATION
PUMP HIGH SPEED , PRINTER
X INDICATOR LIGHTS
SIMULATOR SOLUTION SUPPLIER REPCO MARKETING LOT # 12001 EXP. DATE ____04-02-2014
SIMULATOR TEMP (34'C % 0.2'C) 34.0 o SIMULATOR SN SD2278 EXP. DATE  12-17-2013

CALIBRATION CHECK - (ONLY ONE STANDARD IS TO BE USED PER MAINTENANGE REPORT)

Run three tests using a standard solution. All three tests must be within 6% of the standard value and must have a spread of .005 or
less, Mark the box corresponding lo the standard solution belng used. (PRINTOUT ATTACHED)

0.100% STANDARD - MUST READ BETWEEN 0.095% AND 0.105% INCLUSIVE
0.080% STANDARD - MUST READ BETWEEN 0.076% AND 0.084% INCLUSIVE
0.040% STANDARD - MUST READ BETWEEN 0.038% AND 0.042% INCLUSIVE

TEST 1 w- 098 TJEST 2 &- 098 TEST 3w 098

. PERFORM R.F.I. TEST {PRINTOUT ATTACHED)

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:
{DO NOT INCLUDE SELF-ADMINISTERED TESTS)

REFUSALS  [(0-04) 0 {.05-.09) 4 (.10-14) A (15-19) | OVER .18

LIST ANY NEW PARTS AND DESCRIBE ANY ALTERATION OR MODIFICATION THAT WAS MADE TO RESTORE THE INSTRUMENT TO OPERATE SATISFACTORILY AND VATHIN ESTABLISHED LIZITS
{USE OTHER S1DE IF HECESSARY),

INSPEGTING OFFIGER = ¢ 00 s mon s o it
SIGHATURE == PRINT FULL NAME

= OFFICER WAYNE BYROM & OFFICER BRAD KERNS

TYPE 1 PERMWERJEXPIRANOH DATE TELEPHONE NUMBER
220103 05-09-2014 & 220427 12-27-2014 (816)271-5359
RETURN GOMPLETED REPORT TO THE: Breath Alcohol Program, MO Depariment of Health and Senior Services, Southeast District Office

2875 James Blvd,
Paoplar Bluff, MO 63801

MO 5801468 (2-08) AN EQUAL CPPORTUNITYIAFFRRVATIVE ACTION EMPLOYER
services provlded on a rondlsed matery basls

TAB-11



BEPCO MARERETING INC.

3101-188 STONYBROOK DRIVE
BALEIOH, N.C. 27804
819-878.8480

CERTIFICATE OF ANALYSIS

MANUFACTURER AND SUPPLIER: RepCo Marketing, Inc.

LOT NUMBER: 12001
JEXPIRATION DATE: April 2,2014 at 11:59 pm.

 RepCo Maketing, Inc. certifies the following;:

RepCo Marketing, Jnc. manufactured, tested and supplied Lot
Number 12001 of Alcohol Cextified Solution for simulators. Random
samples of said lot number were analyzed by an independent Iaboratory
utilizing a gas chromatograph and found fo contain __ 1265 gms/dl +-

.003 gms/dl wi/vol ethanol (95% Confidence).
The alcohol and distilled water used in the solution were found to be

free of any interferring substance. _
This solution will produce a vapor alcohol value of 100  -+/-3%

gms/210L: Breath when heated to 34 Degrees Celstus +/-0.2 Dg:gmes Cg:ls'tus

in a simulator (95% Confidence).
" The date of manufacture for this lot mm:iber is Apni 3, 2012.

The expiration date for this lot mumber is April 2, 2014

at 11:59 p.m.
This document is a true representation of the original Ceitificate of
Analysis. ‘
Cecil B, Garner, Premdent
RepCo Marketing, Inc.

Form RM 02



\CE THIS SIDE DOWN - THIS EDGE IN FIRST

BAC DataMaster
Evidence Ticket

STATE OF MISSOURY
ET..JOSEPH POLICE DEPARTHMENT

BRC DATAMASTER ZERIAL MUMBER 281382
Grsa4-s13

RREST TIME: 13168
UEJECT HAMES

KERHSBeH1
OB: B2/BE/BS  SEN: I
TATE/D. L.t MO-@E080
RRESTIMB OFFICER:
KERME/B/H
FFICER T.D.: 2872
ZRTING OFFICER:
BYROMWAYHE
EFICER 1.D.: 7854

ERMIT HUMBER: S2@1B3
KPIRATION DATE: 05/09/14
ISCELLANECUS DATAS
MFATHTENAHCE

~—— BREATH ANALYIIE ——-

RO INTERFERENCE

BAC Datalllaster
Evidence Ticket

: STHRTE OF MISSOURI
\ ET.JOSEPH POLICE DEPARTMENT

3

, BAC: BﬁTﬁmnaTEP SERIAL HUMBER 261302
| 7B 15

j ' 14:5?

}

: e MIAGNOSTIC CHECK ———
COMPUTERS _ OKEY

FROGRAM (G4-07~266%30: oraY

HEFTERS

SAMPLE CHANBER? 43

FLOM DETECTOR: RAY

PURP

HIGH SPEEI: G

DETECTOR! OKAY
—IFILTERS: DK
B

BURRTZ STANDARD: OKAY

CALIBRATION: OKAY

PRIMTER TEST

<k No,
AEORDER ALL SUPFPLIES FROM N.PAS.
PO, BOX 1435, MANSFIELD, OH 44801

PRRENE kg, AB1PZ4R6TEDE (= 27URBCIEF G

' HIJELHNGPERSTUVMRYZENT™ a&::r"d».-: fahi jklnna

parstumiygzd b

FARAVE 1MNIO QIVE LAJYWIN =~ 1Mo ERGE 1IN FIFD 1

OPERATGR SIGNATU E@&/(

Card Slock No.
60021 REORDER ALL SUPPLIES FROM N.PAS,
PO, BOX 1435, MANSFIELD, OH 44501

!



FACE THIS SIDE DOWN - THIS EDGE IN FIRST

- BAC DataMaster
Fvidence Ticket

STATE OF MIZSOURI
ET.JOSEPH FOLICE BEPRRTHENT

BAC DATAMASTER ZERIAL HUMEER Zo13m2
Gr-B4-13 :

TESTING OFFICER:
BYROMAWRYHE

OFFICER 1.D.: 7054

FERMIT HUMBER: 220143

EXPIRATION DATE: BS-69-14

MIBCELLAMEOUS BATR:

—== EUPERYISOR MODE ——-

BLAMK TEST « AEE 1513

ITHTERHAL STAMDARD YERIFIED 15013

EXTERMAL ETANDARD « B9 1513

ELAMK TEST B 155 15714
. EXTERNAL ETAMDARD 93 15014
‘ ELAMK TEST - BB 15:15
-+ EXTERNAL STANDARD - . B5S 15115
. ELAMK TEST > GEE i5:1a

FIW. = .1

VG, = 993

OPERATOR SIGNATUREA

Gard Stock No. }
§0021 REORDER ALL SUPPLIES FROM N.PA.S,
PO, BOX 1435, MANSFIELD, OH 44901



State of Missouri
DEPARTMENT OF HEALTH

PERMIT
TYPE Nl

WAYNE BYROM

is hereby authorlzed to instruct and supervise operators, train Instructors, inspect,
calibrate, perform field repalrs, and operate the following breath analyzer(s):

DATAMASTER;ALCO-SENSOR 1V W/PRINTER

for the determination of the alcoholic content of blood from a sample of explred (alveolar)
air, lssued under the provisions of sectlons 577.020 through §77.041, RSMo 1986,

41,85
05/09/2012 | A 1Nz

Director of Sfate Public Health Laboratory
Number 220 1 03

Expires 02/09/2014

/%,M/’f z,%m%

Diraotor, Department of Heallh
Lab, 4 {R7-68)

MO 580-0771 {7-88)



State of Missouri
DEPARTMENT OF HEALTH

PERMIT.
TYPE I

BRAD M KERNS

is hereby authorized to instruct and supervise operators, frain instructors, inspect,
calibrate, perform field repairs, and operate the following breath analyzer(s):

DATAMASTER; ALCO-SENSOR IV W/PRINTER

for the datermination of the alcoholic content of blood from a'sample of explred (alveolar)

122712012 s .
Director of Stata Puhile Health Leboratory
Number 220427

exoies 12/27/2014

MO 580-0771 (7-85)

Date

%&Q \Jm(m f’ ACTING DIRECTOR

Diractor, Deparimant of Health
Leh, 4 {R7-68)



